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C-NP2ZE %

NP Charger to Endura battery Interface

Instruction Manual I-D-X Company Ltd.

Thank you for purchasing the C-NP2E adaptor. Read instruction manual
carefully before use to avoid unnecessary misuse and accident.

e The C-NP2E is exclusively designed  ®Do not pull the cable to release the

to charge IDX Endura series adaptor from the battery and the

batteries. Do not use the adaptor to charger.

charge other batteries and charger. ¢ Do not open or remodel the adaptor.
®'To charge an endura battery, insert ® Do not drop or shock the adaptor.

the NP Cup Adaptor to the charger ® Do not use or store the adaptor under

and firmly connect Battery Adaptor high humidity and high temperature.

to the endura battery. e Always keep the contacts of the
adapter clean.
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